[The effect of the primary and repeated use of dialyzers with different membranes on the degree of dialysis-induced leukopenia].
The degree of leukopenia that occurs during hemodialysis is one of the main parameters characterizing biocompatibility of the dialysis membranes. It has been demonstrated that the use of the DIP-03-02 dialyzer fitted with a membrane manufactured from Soviet polysulfone produces much less remarkable leukopenia as compared to the use of dialyzers fitted out with conventional cellulose membranes. It has also been shown that the repeated use of dialyzers brings about a decrease in leukopenia and that the method of washing off dialyzers influences the degree of leukopenia.